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Carbon Results 
Z:\MS\S\data\dual inlet\13C\2012\Aprii\120418\S-73629_KORN-11.caf 

Identifier 1 Identifier 2 Comment Preparation Method 

KORN-11 ck std 04-18-2012 3v_co2.met 

lnfomation Gas Configuration 

Peak Center found at [1987] Gas C02 

Background: 0.23 mV,0.59 mV,0.70 mV Magnet [Steps] 10446 

Pressure Adjustment: Left: 2995.5 Right: 2996.3 ( Manual P Cups 3,4,5 

Masses 44.0,45.0,46.0 

Ref. Name: d 13C/12C vs. d 180/160 vs. 
WKS-2-3 -43.760 VPDB -21.530 VPDB 
0 

H aw uata 
lnt.44 I nt.44 rR rR rd rd d d d 13C/12C d 
SamplE Standar 45C02/44C 46C02/44CC 45C02/44 46C02/4LI 45C02/44CC 46C02/44CC [per mil] 180/160 

[per mil] [per mil] [per mil] vs. [per mil] vs. vs. VPDB [per mil] 
[mV] [mV] vs. vs. VPDB VPDB vs. VPDB 

WKS-2-3 WKS-2-3 

Pn 2983.77 

1 2976.0 2978.56 1.1787636 1.3974505 32.886 21.513 -10.019 -0.555 -10.732 -0.532 

2 2971.2 2973.22 1.1787769 1.3974797 32.882 21.551 -10.023 -0.518 -10.737 -0.494 

3 2965.8 2967.75 1.1788014 1.3974802 32.900 21.585 -10.006 -0.484 -10.720 -0.461 

4 2959.8 2962.43 1.1787674 1.3974523 32.867 21.563 -10.038 -0.505 -10.754 -0.482 

5 2955.4 2958.59 1.1787526 1.3973567 32.864 21.489 -10.041 -0.578 -10.754 -0.555 

6 2950.3 2953.49 1.1787760 1.3974513 32.894 21.550 -10.012 -0.518 -10.726 -0.495 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 45C02/44C02 [per mil] vs. VPDB -10.018 0.006 0.003 3 

d 46C02/44C02 [per mil] vs. VPDB -0.524 0.021 0.011 2 

d 13C/12C [per mil] vs. VPDB -10.732 0.006 0.003 3 

d 180/160 [per mil] vs. VPDB -0.501 0.021 0.011 1.093923 2 

d 170/160 vs. 11.033 0.011 0.006 0.206190 2 
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